Advancements in knee replacement design, material and sterilisation processes have provided improved clinical results. However, surface wear of the polyethylene leading to osteolysis is still considered the longer-term risk factor. Experimental wear simulation is an established method for evaluating the wear performance of total joint replacements. The aim of this study was to investigate the influence of simulation input conditions, specifically input kinematic magnitudes, waveforms and directions of motion and position of the femoral centre of rotation, on the wear performance of a fixed-bearing total knee replacement through a combined experimental and computational approach. Studies were completed using conventional and moderately cross-linked polyethylene to determine whether the influence of these simulation input conditions varied with material. The position of the femoral centre of rotation and the input kinematics were shown to have a significant influence on the wear rates. Similar trends were shown for both the conventional and moderately cross-linked polyethylene materials, although lower wear rates were found for the moderately cross-linked polyethylene due to the higher level of cross-linking. The most important factor influencing the wear was the position of the relative contact point at the femoral component and tibial insert interface. This was dependent on the combination of input displacement magnitudes, waveforms, direction of motion and femoral centre of rotation. This study provides further evidence that in order to study variables such as design and material in total knee replacement, it is important to carefully control knee simulation conditions. This can be more effectively achieved through the use of displacement control simulation.
Introduction
Total knee replacement (TKR) is an increasingly common surgical intervention for the treatment of arthritis and joint degeneration. 1 Advancements in implant design, material and sterilisation processes have provided improved clinical results. 2, 3 However, surface wear of the polyethylene leading to osteolysis is still considered the longer-term risk factor, particularly as life expectancy and activity levels increase. 4 Experimental wear simulation is an established method for evaluating the wear performance of total joint replacements, with numerous publications over the last decade demonstrating the influence of design, material, size and sterilisation processes on the performance of TKRs. [5] [6] [7] [8] [9] [10] [11] [12] [13] Experimental wear simulation under loading and motion representative of in vivo conditions is used to predict clinical wear performance. However, it has been shown that variation in the experimental conditions, such as kinematic inputs and component alignment, will have an impact on the wear performance of a TKR.
Indeed, different research centres have adopted different approaches to experimental wear simulation of TKRs, with different conditions all too common. The resulting contact point movement that these simulations produce will depend on the combination of many parameters including input displacement magnitudes, waveforms, direction of motion and femoral centre of rotation (CoR). All of these factors will influence the relative amounts of rolling and sliding and hence polyethylene wear rate. Furthermore, the surface wear of polyethylene has been shown to be dependent on contact pressure, cross-shear and surface areas of the polyethylene being worn. 4 The knee simulation philosophy developed in the early 2000s at the University of Leeds 10, [17] [18] [19] accounted for femoral rollback, with the femoral distal radius taken as the femoral CoR and an anterior shift of the tibia relative to femur during gait. Leeds/Prosim sixstation knee simulators can be driven in either force or displacement control. The appropriate control regime is selected depending on the level of intrinsic constraint of the knee replacement. For example, displacement control being selected for prostheses that do not have intrinsic constraint within the design and rely on softtissue constraints in vivo. At a similar time, international standards for the wear simulation of TKRs were developed for force and displacement control regimes. The philosophy of the ISO standards appeared to be to maintain the tibia-femoral articulation within the centre of the tibial component, and therefore, a femoral CoR representing an average centre of the femoral distal and posterior radii was adopted. 20 The ISO CoR of the femoral component combined with the ISO displacement control kinematic inputs did not, however, replicate femoral rollback. 20, 21 When comparing the displacement control profiles of the ISO standard 21 with the Leeds profiles, both use similar waveforms and amplitudes for axial load (maximum 2600 N) and flexion-extension angle (maximum 58°). For the ISO standard, also described in the study by Johnson et al., 22 a maximum of 5-mm anteriorposterior (AP) displacement and internal-external (IE) rotation of between 22°and 6°was adopted. 21 Leeds based their displacement control profiles for tibial rotation and AP translation on the data of Lafortune et al., 23 who analysed healthy patients without replacement prostheses. This resulted in an IE tibial rotation profile of 65°. For AP translation, two different kinematic conditions were adopted to simulate two levels of activity, with a maximum AP displacement of either 5 mm (intermediate kinematics) or 10 mm (high kinematics). 10 A further consideration is the direction of motion or polarities of the input kinematics. Interestingly, the maximum AP translation as defined in the displacement control standard at the time of this study 21 was originally defined as posterior tibia translation/anterior femoral displacement. However, following a study by Sutton et al., 24 who investigated how natural knees responded to the inputs from the load control standard, this was reversed in the latest edition of the standard 25 (published in 2014). AP translation is now defined as anterior tibia translation/posterior femoral displacement. The Leeds approach has consistently used anterior tibial translation in order to replicate femoral rollback when combined with setting the femoral centre on the distal radius. The polarity of the IE rotation input profile has also been reversed in the 2014 edition of the standard. 25 Computational modelling is an attractive approach to wear simulation in total joint replacements, allowing parametric studies at substantially reduced cost and time. 26 Computational wear models have been developed utilising either the simplified Archard's wear law, 27 based on the sliding distance and load, 26, 28, 29 or the modified Archard's wear law, based on the contact area and contact pressure. 30 More recently, a new wear formula based on the contact area and sliding distance has been developed and applied to computational wear models at the University of Leeds. 4, 6, 31, 32 The computational wear predictions from this new wear formula have been validated against experimental studies.
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The aim of this study was to investigate the influence of simulation input conditions on the wear performance of a fixed-bearing TKR through a combined experimental and computational approach. The simulation input conditions investigated were input kinematic magnitudes, waveforms and directions of motion and position of the femoral CoR. Furthermore, studies were completed using conventional and moderately crosslinked polyethylene to determine whether the influence of these simulation input conditions varied with the material.
Materials and methods

Materials
The influence of simulation input conditions were investigated using a mid-size right Sigma fixed-bearing cruciate-retaining TKR (DePuy Synthes, Leeds, UK). These comprised Co-Cr-Mo alloy femoral components and polished Co-Cr-Mo tibial trays. In one test, Sigma CR150 femoral components were used ( Table 2 ). The geometry of the CR150 has been optimised for high flexion and in the 0°-60°articulating region was equivalent to that of the standard Sigma geometry. The femoral components and tibial trays were used in multiple studies. However, their surface roughness was measured at the end of each study to confirm that there were no significant changes to the surfaces. Two types of polyethylene tibial inserts were investigated: (1) curved GUR1020 ultra-high-molecular-weight polyethylene (UHMWPE) inserts which had been sterilised in foil pouches by gamma irradiation (2.5-4 MRad) in a vacuum (Gamma Vacuum Foil (GVF ä ) material) and (2) curved moderately cross-linked GUR1020 UHMWPE (5 MRad irradiated and remelted) inserts (Moderately cross-linked (XLK ä ) material). Several sets of tibial inserts were used in these studies, where each set comprised of n = 6, further details of which can be found in Tables 1 and 2 .
Experimental methodology
The wear of the fixed-bearing knee replacements was investigated using a physiological six-station Leeds/ Prosim knee wear simulator (Simulation Solutions, Stockport, UK), in which TKRs were mounted anatomically in each station. The central axis of each implant was offset from the aligned axes of applied load and tibial rotation from the centre of the joint by 7% of its width, in accordance with ISO 14243-1. 20 The CoR of the femoral components was taken as either the distal radius of the implant, as indicated by the device design, or according to the ISO standard, which was an average of the femoral distal and posterior radii ( Figure 1 ). 20 Each station had 6 degrees of freedom with four controlled axes of motion -axial load, femoral flexion, tibial IE rotation and tibial AP displacement. Abduction/adduction was allowed but not controlled. In order to eliminate station-specific differences, the samples were moved around the stations every million cycles (MC). Several test conditions were explored through the study (Table 3 ). The femoral axis loading (maximum 2600 N) and extension-flexion (0°-58°) input profiles were taken from the international standards 20, 21 for all test conditions and are shown in Figure 2 . The IE tibial rotation was displacement controlled and set at 65°based on the natural kinematics of the knee as described by Lafortune et al. 23 and as shown in Figure 3 . AP translation was displacement controlled for all studies, as this design of fixed-bearing knee replacement had minimal constraint and thus relies on soft tissue in vivo. The displacement test conditions used were 'intermediate kinematics' with an AP displacement of maximum 5 mm and 'high kinematics' with an AP displacement of maximum 10 mm. Consistent with previous studies, 6, 7, 14, 19 the distalradius CoR was used with a polarity of anterior tibial shift (shown as negative AP motion in Figure 3 ) that produced femoral rollback. In studies using the ISO CoR position, it was necessary to reverse the direction of the AP displacement inputs in order to maintain the area of contact within the articulating region of the tibial insert. These kinematics were denoted 'modified high' and 'modified intermediate' kinematics for maximum positive displacements of 10 and 5 mm, respectively ( Figure 3) . The resulting posterior translation of the tibia prevented femoral rollback.
An additional comparative study using the full ISO conditions taken from the 2004 version of the displacement control standard 21 (both CoR position and displacement profiles as shown in Figure 4 ) was conducted upon the conventional polyethylene (GVF) inserts. This was performed to further investigate the influence of simulation input conditions on the contact area, cross-shear and hence wear; specifically, the reduced amplitude and differing shape of the tibial rotation input profile compared to the Leeds profiles and the shape of the AP displacement profile.
All studies were conducted for a minimum period of 3 MC for each condition (Tables 1 and 2 ). The simulator was run at a frequency of 1 Hz. The lubricant used was 25% new-born calf serum supplemented with 0.03% (v/v) sodium azide to retard bacterial growth and was changed every 0.33 MC. Prior to testing, all inserts were soaked in deionised water for a minimum period of 4 weeks. This allowed an equilibrated fluid absorption level to be achieved prior to the commencement of the wear study reducing variability due to fluid weight gain. Wear of the tibial inserts was determined gravimetrically using a Mettler AT201 (Mettler-Toledo, Leicester, UK) digital microbalance, which had a readability of 0.01 mg. The volumetric wear was calculated from the weight loss measurements using a density of 0.93 mg/mm 3 for both polyethylene materials and using unloaded soak controls to compensate for moisture uptake.
Statistical analysis of the data was performed by first testing for homogeneity of variances and the means compared using the one-way analysis of variance (ANOVA) with 95% confidence interval. A posthoc test was subsequently performed as appropriate using the Tukey's test and significance was taken at p \ 0.05. This statistical analysis was performed using SPSS statistics (IBM SPSS, ver. 22). 
Computational methodology
The computational framework corresponded directly with the experimental simulation. The computational model was further used to decouple the effect of kinematic polarity and the position of the femoral CoR on the wear prediction. The computational wear model for the knee implants was based on the contact area (A), sliding distance (S) and an independent experimentally determined non-dimensional wear coefficient (C) to determine the wear volume (W). C was a function of cross-shear ratio (CSR). W was calculated according to the following equation
The CSR was defined based on the unified theory of wear and frictional work by Wang 33 and the work by Kang et al. 34 to account for the strain hardening in the articulating polyethylene surface. The relationships between the non-dimensional wear coefficient and CSR were determined from independent experimental pinon-plate wear studies by Kang et al. 34 and Abdelgaied et al. 35 for conventional and moderately cross-linked UHMWPE materials, respectively. These independent experimental pin-on-plate studies determined the material wear coefficient as an input to the model. Conventional and moderately cross-linked UHMWPE materials were modelled in ABAQUS (ABAQUS 6.12-2) using stress-strain data supplied by the manufacturer (DePuy International, UK) as isotropic elastic-plastic 36 and isotropic elastic materials, respectively. The modulus of elasticity and Poisson's ratio were taken as 463 MPa, 0.46 37 and 673 MPa, 0.46 5 for conventional and moderately crosslinked UHMWPE, respectively. A mesh sensitivity study resulted in a total number of elements of 42,777 for the tibial insert using modified quadratic tetrahedral elements (C3D10M). The femoral component was modelled as a rigid body. 38 Isotropic penalty contact was used to define the surface-to-surface contact between the tibial and femoral contact surfaces with a coefficient of friction of 0.04. 36 The computational model was run for 3 MC for each condition. The output sliding distances and contact areas were used to calculate the CSR and therefore the volumetric wear rate in mm 3 /MC. The computational framework is described more extensively elsewhere. 31 
Results
Preliminary experimental studies using the ISO femoral CoR position and standard Leeds high kinematic test conditions (AP anterior tibial shift of 10 mm) resulted in the contact between the femoral bearing and insert moving outside the articulating region of the tibial insert. This effect was also demonstrated through the computational contact modelling ( Figure 5 ), and hence, the direction of motion for the AP input kinematics for the ISO position of the femoral CoR was reversed in order to maintain contact within the articulating region of the insert.
The position of the femoral CoR and the input kinematics were shown to have a significant influence on the experimental wear rates of the GVF inserts ( Figure 6 ) (p \ 0.05 ANOVA). The mean wear rate with 95% confidence limits on the distal CoR with high kinematics, with AP motion polarity producing rollback (7.6 6 1.8 mm 3 /MC) was significantly higher than the ISO CoR position with modified high kinematics (4.7 6 1.6 mm 3 /MC; ANOVA, p \ 0.05). In addition, increasing the kinematic level through doubling the magnitude of the AP displacement on distal CoR from intermediate to high kinematics increased the wear rate significantly from 2.9 6 1.1 to 7.6 6 1.8 mm 3 /MC, respectively (ANOVA, p \ 0.01). In contrast, increasing the kinematic level on the ISO CoR from intermediate to high kinematics significantly decreased the wear rate from 11.0 6 1.9 to 4.7 6 1.6 mm 3 /MC, respectively (ANOVA, p \ 0.01). However, this result should be treated with caution, as the experimentally measured high wear rate for the ISO position of the femoral CoR and modified intermediate kinematics was partly attributed to damage of the contact surface and sub-surface cracking of the GVF inserts. This was suspected to have occurred due to oxidative degradation in line with the age of the inserts (Figure 6 ). There was no significant difference between the modified high and ISO kinematic conditions under the ISO CoR position (ANOVA, p . 0.05), with a wear rate of 5.2 6 1.9 mm 3 /MC observed under ISO input kinematics. The moderately cross-linked XLK inserts showed similar wear rate trends to those of the conventional GVF material (Figure 7) . The XLK experimentally measured wear rates under different kinematic conditions and position of the femoral CoR conditions were, however, lower than those of the GVF material for all conditions (Figures 6 and 7) .
The mean wear scars at the completion of experimental simulation under distal/high and ISO/modified high kinematics were compared qualitatively (Figure 8) . The experimental and the computational studies showed that the wear scars under the ISO/modified high kinematic conditions were located more anteriorly than the distal/high scars.
Although the computational predicted absolute wear rate values often led outside of the 95% confidence limits from the experimental tests, in terms of wear rate trends and qualitative observations of the wear scars, there was generally good agreement between the experimental and computational wear results for all conditions and materials (Figures 6-8 The computationally predicted contact area throughout the gait cycle for the GVF inserts for all test conditions is summarised in Figure 10 . In addition, the computationally predicted average wear rates and CSR for GVF inserts for all test conditions are summarised in Table 4 . Discussion This is the first study investigating the influence of knee simulation input conditions comprising the position of the femoral CoR, input kinematics and direction of motion on the wear of a fixed-bearing TKR using a combined experimental and computational simulation approach. The experimental and computational studies have both demonstrated the effects the change in the CoR position and kinematic inputs, and most importantly the direction of the AP translation, had on the relative contact points between the femoral and tibial components and hence wear during a standard gait cycle (Figures 8-10 ). In order to maintain contact within the articulating region of the insert, when the position of the femoral CoR was changed from the distal to the ISO CoR, the direction of the standard Leeds AP displacement required reversal. The change in the wear rate was therefore due to the combined effect of changing the position of the femoral CoR and the direction of AP motion. The computational simulation was used to decouple this effect and provide further information on contact area, contact location and relative motion at the articulating surfaces. Specifically, the experimental wear simulation showed that changing the kinematic inputs from intermediate to high kinematics, with maximum amplitudes of 5-and 10-mm displacement in the AP direction, respectively, significantly increased the mean wear rate under the distal CoR for both GVF and XLK insert materials. This increase in the wear rate with increase in the AP displacement was, however, not observed when the ISO CoR was used. Indeed, a reduction in the wear rate of 60% and 30% for GVF and XLK insert materials, respectively, was observed (Figures 6  and 7 ). This was confounded further by the requirement to reverse the direction of AP motion in order to maintain the contact within the articulating area.
On the distal CoR, where the polarity of AP motion replicates rollback and moves the contact point posteriorly (Figures 8 and 10) , there was higher conformity between the articulating surfaces and therefore higher CRSs. Under high kinematics, the contact extended posteriorly with an average CSR of 0.0505. While for intermediate kinematics, the contact extended less posteriorly with an average CSR of 0.0253 and hence resulted in lower wear. In contrast, on the ISO CoR with posterior tibial shift, the AP translation moved the contact point anteriorly with lower conformity between the articulating surfaces and therefore lower CSRs. This had the effect of reducing average CSR and wear when high kinematics and high AP motion of maximum 10 mm was applied (CSR = 0.0041), but resulted in a higher average CSR and wear when intermediate AP of 5 mm was used (CSR = 0.0057). The CSR was not the only factor which controlled the wear performance. However, for the same CoR, the change in the contact area with the change in kinematic input was not significant, and therefore, the effect of CSR on wear was the dominant factor.
On the ISO CoR, changing the kinematics from a maximum 10-mm AP tibial shift and 65°tibial rotation to ISO inputs of 5-mm posterior tibial shift and 22°/ + 6°tibial rotation produced similar wear rates for GVF inserts (Figure 6 ). The computational prediction for the CSR between these conditions differed by a factor of 2, with the ISO conditions having the higher CSR. The total contact area was, however, lower than that predicted under the condition of maximum 10-mm AP tibial shift and 65°tibial rotation, and the net effect was therefore not significantly different.
The 2004 version of the ISO displacement control standard 21 for knee wear simulation maintained the contact in the centre of the tibia and prevented femoral rollback, producing a lower cross-shear, lower wearing simulation, which will not replicate the range of kinematic conditions and wear rates found clinically. A recently revised version of the ISO displacement control standard 25 has reversed the direction of the AP motion, with an anterior tibial shift of maximum 5 mm. This brings the AP polarity in line with the Leeds waveforms, although the CoRs are still different. The polarity of the tibial rotation profile has also been reversed in the 2014 version of the standard compared to the previous. However, there may still be a need to consider the position of the femoral CoR to match the physiological set-up and replicate clinical motion (femoral rollback).
The dependence of wear on simulation input conditions as demonstrated in this study suggests that these conditions should be carefully controlled when comparing the wear of different designs or materials. This appropriate level of control can be achieved through the use of displacement control simulation. Simulation using force control is associated with more variation in the delivered kinematics to the TKRs under test and hence more variation in wear, masking the differences between different designs and/or materials. Therefore, in order to determine wear when variables such as design or material are being studied, the variation in kinematics should be carefully controlled and the displacement control regime is a more appropriate way to achieve this. Similar trends were shown for the moderately crosslinked material, although lower wear rates were found overall due to the higher level of cross-linking ( Figure  7 ) in line with other studies of cross-linked tibial inserts. 7, 39 It is important to note that this investigation into the influence of simulation input conditions was performed using a single design of fixed-bearing TKR, and the influence of these conditions may differ with different knee replacement designs. Further limitations to the study include a sample size of six, which may reduce the effectiveness and power of the study. However, n = 6 was chosen as the number of replicates and power, because it had been used in previous studies in knee simulators and had been able to differentiate difference in wear rates between different kinematic conditions and different materials, 4, 6, 7, 10, 14, [17] [18] [19] with sample sizes of three being used by other groups. 22, 39 For cross-linked polyethylene where lower absolute wear rates are observed, the difference in absolute terms between different conditions becomes lower, and future work may need to consider increasing the number of replicates in the study, when investigating wear rates of less than 5 mm 3 . However, the clinical relevance of these small absolute differences in the lower wear rates becomes less. In several of the tests, the same components were used, meaning that the results may not have been strictly independent; it is possible that changes in the surface topography of the implants as a result of one test may have influenced the wear of another where the same set of components were used. However, their surface roughness was routinely measured at the end of each study to confirm that there were no significant changes to the surfaces and mitigate this risk.
In terms of limitations of the computational model, the experimental wear coefficients used as an input to the computational model were calculated from wear data obtained from multi-directional pin-on-plate studies under constant loading conditions and against smooth counterfaces. Dynamic loading in a pin-onplate wear test can increase the wear volume 40 and hence the wear coefficient. 32 Additionally, it can be difficult to obtain such smooth surface profiles on cobalt chrome femoral surfaces. Moreover, the model is only valid under specified loading conditions. For these specified conditions, the surface wear mechanism dominates. Other test conditions may be associated with higher contact pressures, meaning different wear mechanisms may therefore take place. 5 
Conclusion
The most important factor influencing the wear of the fixed-bearing knee replacement investigated in this study was the position of the relative contact point at the femoral component and tibial insert interface. This was dependent on a combination of many parameters including input displacement magnitudes, waveforms, direction of motion and femoral CoR. The influence of the simulation input conditions did not vary with the two materials investigated in this study, with similar trends observed for both conventional and moderately cross-linked bearing materials. This study provides further evidence and supports that in order to study variables such as design and material in TKR, it is important to carefully control knee simulation conditions. This can be more effectively achieved through the use of displacement control simulation.
